
ARCS Instrument Replacement Form     

Fill out the following form when replacing instruments at an ARCS site:  
 
System: Netrad  
 
Site:  Nauru 
 
 
OLD Configuration

Part Number Serial 
Number 

Location Configuration
Version 

Change 
Item 14 

Change 
Item 15 

Date 
UTC 

Time Start 
UTC 

Time End 
UTC 

REBS Q*7.1 Q95063 GNDRAD
2

V000705  Net+9150
Net-11350

Nil    03 Nov.2001 20:30 21:15

         

NEW Configuration         

  Part Number Serial 
Number 

Location Configuration
Version 

Change 
Item 14 

Change 
Item 15 

Copy Config. 
Logger to PC 

Save to 
EPROM(E) 

Update 
Version # 

REBS Q*7.1 Q94207 GNDRAD
2

V011104  Net+9130
Net-11180

Nil    yes yes V011104

         

  

 
Replacement completed by: Culgan/Pearson 
 

NOTES:  
Old Part remains on site as spare:  
 
Old part packed for shipment to: SGP   
 
Other old part disposition (explain):           
 
Other NOTES: There was a requirement to change connector on replacement 
sensor as incompatible connector had been installed on sensor.  
 
 

FM(OPS)-008.001 


